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FOREWORD 

This Indian Standard was adopted by the Bureau of Indian Standards on 21 September 1989, after the 
draft finalized by the Cement and Concrete Sectional Committee had been approved by the Civil 
Engineering Division Council. 

With the advent of large scale cement plants and introduction of sophisticated technology for the 
manufacture of cement, it has become absolutely essential to have a precise control in quarrying, 
crushing, proportioning of raw materials for raw mix preparation and stable operation of the kiln to 
get desired quality of clinker. For this purpose, the analytical data of the chemical constituents is 
essential at more frequent intervals for necessary corrective actions to be taken. The conventional 
methods of chemical analysis, such as gravimetric and volumetric methods which are generally 
practised, though accurate and precise, are time consuming resulting in delay for necessary corrective 
actions. In addition to the conventional methods given in IS 4032 : 1985, the technique of atomic 
absorption spectrophotometric analysis may be used for routine quality control purposes. The advan¬ 
tages of atomic absorption technique over the conventional analytical methods are its rapidity, relative 
freedom from interferences ( which affords high degree of selectivity ) and high degree of sensitivity 
for over 60 elements. Application of such rapid analytical methods for analysis of major and minor 
constituents of cement for the routine control purposes will be immensely beneficial. With this in 
view, the Cement and Concrete Sectional Committee felt necessary to bring out a standard covering 
atomic absorption spectrophotometric methods for analysis of hydraulic cement. This standard lays 
down the procedure for conducting atomic absorption spectrophotometric analysis of major and minor 
constituents of different hydraulic cement. This method may be suitably used for analysis of 
clinker as well as raw materials and raw mix used in cement manufacture. In case of dispute or 
doubtful marginal values in estimation of elements covered in IS 4032 : 1985, the methods described 
in IS 4032 : 1985, shall be taken as refree method. 

The composition of the technical committee responsible for the formulation of the standard is given at 
Annex A. 

In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 ‘Rules for 
rounding off numerical values ( revised )’. 
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METHOD OF ANALYSIS OF HYDRAULIC 
CEMENT BY ATOMIC ABSORPTION 
SPECTROPHOTOMETER 


I 


1 SCOPE 

1.1 This standard covers the atomic absorption 
spectrophotometric procedure for chemical ana¬ 
lysis of hydraulic cement and clinker. 

1.2 This method covers the determination of 
SiO*, A1 3 0 3 , Fe 2 0 3 , CaO, MgO, Na a O, K a O, 
Mn 2 0 3 , TiO a and Cr 2 0 2 . 


The basis for using absorption to determine atomic 
concentration is as follows. 

4.1.1 Assume a parallel beam of monochromatic 
radiant energy of intensity /ov, at frequency v is 
incident on an atomic vapour of path length, 1. 
Then, if the intensity of the transmitted beam is 
I'j, the absorption coefficient ATv of the vapour at 
frequency v is defined by: 


NOTE — Compositions are expressed as percent 
oxide but determined as percent elements in the 
method. 


2 REFERENCES 

The Indian Standards given below are necessary 
adjuncts of this standard. 


IS No. 

IS 264 : 1976 
IS 266 : 1977 
IS 1 070 : 19 77 

IS 3535 : 1986 
IS 4032 : 1985 


Title 

Specification for nitric acid 
( second revision ) 

Specification for sulphuric acid 
( second revision ) 

Specification for water for 
general laboratory use ( second 
revision ) 

Methods of sampling hydraulic 
cement (first revision ) 

Method of chemical analysis of 
hydraulic cement (first revision ) 


3 SAMPLING 

3.1 The samples of the cement shall be taken 
according to the requirement of IS 3535: 1986 
and the relevant standard specification for the type 
of cement being tested. The representative sample 
of the cement selected as above shall be thoroughly 
mixed before using. 


4 OUTLINE OF THE METHOD 


4.1 In atomic absorption, a sample solution is 
aspirated into a flame through which radiation 
from a line emission source of the element sought 
passes. The monochromatic radiation is absorbed 
in proportion to the concentration of the neutral 
atoms present. The concentration of the analyte 
is obtained by comparison to calibration solutions. 


/v = /ov exp ( — Kv\ ) 

Since the absorption line has a finite half width 
Kv will vary with v. However, classical dispersion 
theory states that the integrated absorption (AWv) 
is given by the relation: 

| K'jdv = ( ne 2 /me ) Nvf 

where 

m = electronic mass, 
c = velocity of light, 
e = electronic charge, 

ATv — number of atoms per cubic centimetre 
capable of absorbing radiation of fre¬ 
quency v, and 
/ — oscillator strength. 

4.1.2 This equation is valid only when a transition 
is initiated from the ground state. Av is essentially 
equal to the total number of atoms per cubic 
centimetre ( No ). The integrated absorption is 
then proportional to the concentration of free 
atoms in the absorbing vapour and is independent 
of the temperature of the vapour. For most 
elements, Av can be replaced by No which then 
brings about a simple linear relationship between 
the integrated absorption coefficient and the 
concentration. Since it is difficult to measure the 
integrated absorption coefficients, peak absorption 
is measured. In practice, the equation for /v given 
in 4.1.1 is valid only when calibration solutions 
are used. 

4.1.3 Although the integrated absorption is pro¬ 
portional to the concentration of free atoms in 
the absorbing medium and is independent of the 
temperature of the vapour, the ability of a flame 
to produce ground state atoms is temperature 
dependent. The temperature of the flame must be 
high enough to dissociate the molecules, but not 
$0 hot as to produce large numbers of ions. 
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Elements that form refractory oxides require 
higher temperatures for their dissociation than 
such elements as sodium, calcium, copper, or 
zinc. 

4.1.4 The monochromator in atomic absorption 
and flame emission is used to isolate the resonance 
line from nearby lines and back ground radiation. 
The band width is controlled by means of narrow, 
monochromator slits; however such slits cause 
reduction of desired radiation at the detector. 
Flame background radiation ( radiation emitted 
from the flame or from elements therein ) is also 
present and is relatively constant. The effect of 
this background radiation can be eliminated by 
modulating the incident, hollow cathode lamp 
radiation before it reaches the atomic vapours and 
tuning the amplifier to this modulation frequency. 
The continuous flame emission is rejected by the 
tuned amplifier. 

4.1.5 The narrow widths of spectral lines cause 
some of the difficulties in the measurement of 
integrated absorption coefficients. Some factors 
affecting the shapes and widths of these lines are; 
Doppler broadening, pressure broadening, reso¬ 
nance broadening and self-absorption. 

4.2 The sample is fused with Lithium metaborate 
in a crucible. The fused bead is dissolved in dilute 
nitric acid and the solution is diluted to that 
concentration which meets optimum requirements 
for atomic absorption analysis. The standard 
solutions are prepared from standard reference 
materials and, after necessary dilutions to the 
desired analytical range, their absorbance is 
measured and is plotted against respective concen¬ 
tration to get a calibration curve. The concentra¬ 
tion of element in the unknown sample is deter¬ 
mined from the absorbance by means of calibration 
curve. 

5 SAFETY PRECAUTIONS 

5.1 Operating personnel should adhere to the 
manufacturer’s recommended practice for igniting 
and extinguishing the burner on the atomic absorp¬ 
tion spectrophotometer to avoid an explosion 
which could cause physical injury. 

6 REPRODUCIBILITY OF RESULTS 

6.1 In all cases check determination ( expressed 
in percent ) shall be made and repeated, if satis¬ 
factory checks are not obtained. The difference 
between check determinations shall not exceed 0’2 
for silica, alumina and calcium oxide: 0'1 for 
Fe»O a and MgO; 0'02 for Na 2 0, K.O, Cr 2 O a and 
0 05 for Ti0 2 . 


7 APPARATUS 

7.1 Balance 

Analytical balance with a precision of weighing 
accurately up to 01 mg. 

7.2 Dilution Apparatus 

Auto-dilution or precision micro-burette with a 
least count of 0’05 ml. 

7.3 Sample Preparation Equipment 

7.3.1 LPG burners capable of fusing sample up to* 
1 000°C. 

7.3.2 Muffle Furnace 

Muffle furnace capable of operating up to 1 200°C. 

7.3.3 Crucibles 

Crucibles made of 95 percent platinum and 5 
percent gold or graphite crucibles of about 30 ml 
capacity. 

7.3.4 Mini magnetic stirrer for the dissolution of 
fused bead. 

7.4 Atomic Absorption Spectrophotometric System 

7.4.1 Atomic absorption spectrophotometer 
consisting of atomizer, burner, suitable pressure 
regulating devices capable of maintaining constant 
oxidant and fuel pressure for the duration of test, 
hollow cathode lamp and/or electrode-less dis¬ 
charge lamp for the determination of elements as- 
mentioned in 1.2, spectrometer, photomultiplier 
tube, detecting and measuring system, amplifying 
device and read-out system for indicating the 
absorbed radiation. 

7.4.2 Acetylene gas cylinder fitted with two stage 
pressure reducing regulator. 

7.4.3 Nitrous oxide gas cylinder fitted with two- 
stage pressure reducing regulator. 

8 REAGENTS 

8.1 Pure chemicals of analytical reagent grade and 
distilled water conforming to IS 1070 : 1977 shall 
be used in tests. The following reagents are- 
generally used, 

8.1.1 Lithium Metaborate , Pure grade anhydrous. 

8.1.2 Lanthanum Oxide , 99'99 percent. 

8.1.3 Nitric Acid, Specific gravity 142 and con¬ 
forming to IS 264 : 1976. 

8.1.4 Sodium Chloride 

8.1.5 Potassium Chloride 

8.1.6 Manganese Metal, 99'99 percent. 
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8.1.7 Strontium Nitrate, 99*99 percent. 

8.1.8 Potassium Titanium Oxalate 

8.1.9 Ammonium Sulphate 

8.1.10 Sulphuric Acid, sp gr 1*84 ( conforming to 
IS 266 :,1977). 

8.1.11 Potassium Chromate 

9 STANDARD REFERENCE MATERIAL 

9.1 Standard cement samples of National Council 
for Cement and Building Materials or any other 
analyzed cement samples meeting the requirements 
of accuracy of analysis within the specified limits 
shall be used for calibration. Standard samples 
for calibration purposes shall be selected in such 
a way so as to cover the variations in concentra¬ 
tions of the individual constituents for specific 
materials. 

10 PREPARATION OF STANDARD 
SOLUTIONS 

10.1 Standard Solutions for Major Constituents 

10.1.1 Prepare the standard solution to match 
closely the sample solution with respect to both 
matrix elements and acid content. 

10.1.2 Weigh accurately about 0*25 g of standard 
sample and lOg of lithium metaborate in a 
crucible. Mix thoroughly and fuse the mix over a 
burner and/or muffle furnace for about 10 minutes 
to get a clear melt. Quench the crucible in cold 
water and tap the bead into a 250 ml beaker 
containing 100-ml of 1 : 9 nitric acid. Stir the 
solution till the dissolution is complete. Transfer 
the solution to a 250-ml standard volumetric flask 
and make up the volume to the mark with distilled 
water. Label this solution as A. Prepare the 
standard solutions in the concentration ranges for 
each element as given in Table 1. 

NOTE — Alternatively the standard solution can be 
prepared from the salts/metals of individual elements 
of analytical reagent grade quality. 

10.2 Standard Solutions for Minor Constituents 
10.2.1 Alkali Solution 

Weigh 1*907 0 g of KCl and 2*542 5 g of NaCl and 
dissolve in distilled water conforming to IS 1070 : 
1977. Make up the volume to one litre in a 
volumetric flask. Dilute 25 ml of the above 
prepared solution to 250 ml in a volumetric flask 
to get 100 ppm N tt - K. Prepare standards 
solution of 1, 2, 3, 4 and 5 ppm. N a - K* solution 
by taking 1,2,3, 4 and 5 ml from 100 ppm 
Na-K solution respectively into separate 100 ml 
volumetric flask. Add 10 ml of blank solution 
B as mentioned in 10.3 to each flask and make up 
the volume to the mark with distilled water. 


10.2.2 Manganese Solution 

Dissolve 1 g of manganese metal in 50 ml 1 : 3 
nitric acid and make up the volume to one litre 
with distilled water in a volumetric flask. Dilute 

10 ml of this solution to 100 ml in a volumetric 
flask to get 100 ppm manganese. Prepare standard 
solutions of 1, 2, 3, 4 and 5 ppm manganese 
solution by taking 1, 2, 3, 4 and 5 ml of 100 ppm 
manganese solution respectively into separate 
100 ml volumetric flasks. Add 10 ml of blank 
solution *B’ as mentioned in 10.3 to each flask and 
make up the volume to the mark with distilled 
water. 

10.2.3 Titanium Solution 

Boil a mixture of 7*392 4 g potassium titanium 
oxalate [ K a TiO (C a 0 4 ) a . 2H a O ], 1 g of 
ammonium sulphate and 25 ml of concentrated 
sulphuric acid for 15 minutes. Cool the solution 
and make up the volume to one litre in a volu¬ 
metric flask with distilled water to get 1 000 ppm 
titanium solution. Prepare 50, 100, 150, 200 and 
250 ppm titanium solution by taking 5, 10, 15, 20 
and 25 ml of 1 000 ppm titanium solution res¬ 
pectively into separate 100 ml volumetric flasks. " 
Add 10 ml of blank solution l B’ as mentioned 
in 10.3 to each flask and make up the volume to 
the mark with distilled water. 

10.2.4 Chromium Solution 

Weigh 3*735 1 g of potassium chromate ( K a Cr 0 4 ), 
dissolve in distilled water and make up the volume 
to one litre in a volumetric flask with distilled water 
to get a 1 000 ppm chromium solution. Dilute 25 
ml of this solution to 250 ml in a volumetric flask 
to get 100 ppm chromium solution. Prepare 
standard solutions of 1, 2, 3, 4 and 5 ppm 
chromium solution by taking 1, 2, 3, 4 and 5 ml 
of 100 ppm chromium solution respectively into 
separate 100 ml volumetric flasks. Add 10 ml of 
blank solution ‘ B’ as mentioned in 10.3 to each 
flask and make up the volume to the mark 
with distilled water. 

10.3 Prepare blank solution by dissolving 1*0 g of 
lithium metaborate in 10 ml concentrated nitric 
acid and dilute with distilled water to 250 ml 
volumetric flask. Label this solution as B. Further 
dilutions shall be carried out as per requirement 
of individual constituents. 

11 PREPARATION OF SAMPLE SOLUTION 

11.1 Weigh accurately about 0*25 g of sample and 
fuse with 1*0 g of lithium metaborate and prepare 
the solution as indicated in 10.1.2, Label this solu¬ 
tion as C. Further dilutions of sample solution 
C shall be carried out as given in Table 2. 
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Table 1 Typical Dilations Required for Various Constituents Present in Standard 

Sample for Calibration 


( Clause 10.1.2 ) 

SI 

No. 

Oxide of 
Element 

Approx Percent 
of Constituent 
Present 

Ml of Solution 

__A._____ 

Make up to 
ml 

Linearity Range in 
ppm Calculated on tke 
Basis of Constituent 

*A' 

-1 

•S’ 

( see 10.3 ) 

CD 

(2) 

(3) 

(4) 

(5) 

(6) 

(7) 

D 

SiO, 

18'0 

7-5 

17-5 

25 

o 

oo 

a 

v) 




15‘0 

100 

25 





250 

0*0 

25 




350 

7-5 

17*5 

25 

105 - 350 




150 

100 

25 





250 

00 * 

25 


ii) 

AliO# 

5'0 

7-5 

17-5 

25 

15-50 




15-0 

10-0 

25 




. 

250 

00 

25 




12*0 

40 

80 

25 

19 2 - 57-6 




40 

4-0 

25 





120 

00 

25 


Hi) 

Fe*O s 

40 

2-5 

50 

100 

1-0 - 3 0 




50 

2-5 

100 





7-5 

o-o 

100 




8*0 

10 

2-0 

100 

0-8 - 2-4 




2-0 

10 

100 





30 

00 

100 


iv) 

CaO 

650 

1st dilution Ai 




( 

see Notes 2 to 5 ) 

i 

5*0 

—. 

100 

_ 




Ilnd dilution 







5 0 of A x 

10-00 

100 

1-63 - 4-88 




10 0 of Ai 

500 

100 





15 0 of Ai 

o-o 

100 


v) 

MgO 

40 

2'S 

50 

100 

10 - 3'0 


( tee Note 5 ) 


50 

2-5 

100 





7*5 

00 

100 




80 

10 

20 

100 





20 

10 

100 

0-8 - 2-4 




3-0 

00 

100 



NOTES 

1 The typical dilutions indicated in this table is with reference to approximate percentage of constituent 
present in standard samples in order to obtain the linearity range given in col 7 above. However, if 
the percentage of constituent in standard sample is different than that indicated, calibration may be done even 
with the same dilutions. 

2 The precision of lime estimation can be further improved by choosing very close range standard samples for 
calibration. 

3 The linearity range can be further extended by reducing the path by rotation of the burner or by using 
smaller path length burner. 

4 Some of the commercially available instruments are having two channel system wherein by use of internal 
standard element which is not present in the sample, the absorbance ratios of lime with internal standard 
element are computed resulting in elimination of dilution errors. 

5 In case of calcium and magnesium standards 01 percent ianthanum/strontium shall be added. 
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Table 2 Dilations Required for Various Constituents Present in Unknown 

Sample for Analysis 

(Clause ll.l ) 


SI Oxide of Approx Percentage Sample Solution Blank Solution 

No. Element of Constituent —-—*-> - * - 





ml of 

Solution ‘C’ 

Make up 
to ml 

ml of 

Solution ‘B’ 

a 

Make up 
to ml 

(1) 

(2) 

(3) 

(4) 

(5) 

(«) 

(7) 

i) 

SiOj 

18-0 -350 

15-0 

25 

150 

25 

ii) 

A1»0, 

50 - 12*0 

100 

25 

100 

25 

iii) 

Fc,0, 

o 

00 

1 

© 

4 

50 

100 

50 

100 

iv) 

C.O 

45 0 - 70 0 

1st Dilution Bi 

50 

Ilnd Dilution 

100 
of Bj. 

100 

100 

0-5 

100 

v) 

M t O 

4-0-8-0 

2-5 

100 

2-5 

100 

vi) 

Na a O & KsO 

00-1-5 

5-0 

50 

50 

50 

vii) 

Mn,0» 

00-3 0 

50 

50 

. 50 

50 

viii) 

TiO, 

01 - 1-0 

50 

50 

50 

50 

ix) 

Cr t O* 

00 - 0-2 

50 

50 

50 

50 


NOTES 

1 In case of calcium and magnesium estimation in the sample 0*1% lanthanum/strontium shall be added. 

2 If the concentration range of the constituent element varies from that given in col 3 of the table, dilutions 
shall be adjusted so that it falls within the range of linearity. 

3 In case concentrations of Mn,0,, TiO* and Cr,0* are very low.'dilution indicated in Table 2 may not be 
necessary or higher sample quantity may be taken for analysis. The addition of blank solution to standard 
shall be respectively matched. 


12 ANALYSIS 

12.1 The settings and adjustments of the instrument 
shall be carried out according to details of opera¬ 
tion of particular spectrophotometer to achieve 
optimum performance as per the manufacturer’s 
instructions. The standard conditions with working 
ranges of the elements and other parameters shall 
be adjusted as given in Table 3. 

12.1.1 Calibration shall be carried out by aspirat¬ 
ing the blank solution followed by standard 
solutions and recording the average absorbance 
reading for respective known concentration. After 
aspiration of each standard solution aspirate the 
blank solution. For a precise calibration curve 
five standard solutions covering the range shall be 
used. For routine analysis three standard solutions 
covering the range shall be used. 

12.1.2 The sequence of operation of aspirating 
the solution for calibration purposes shall be 
carried out according to manufacturer’s instruc¬ 
tion. After the calibration with standard solutions 
aspirate the blank and sample solutions and record 
its absorbances/concentrations. Aspirate the blank 
solution to check that there is no drift in the 
blank/zero reading. 


13 CALCULATIONS 

... D . _ XxYxDFxZx 10 -4 

13.1 Percent Oxide =- r -- 

M 

where 

X — jug/ml of the element in the aspirated 
sample solution; 

Y = volume of first sample dilution; 

Final volume of sample 

DF = dilution factor — -.-:— 

Aliquot of sample solu¬ 
tion C taken for dilution 
and 

M = mass of sample taken for analysis in g; 

Z = conversion factor from element to oxide 
as given below: 


To Express 

as 

Factor, Z 

Si 

SiO a 

2-139 

A1 

A1 2 Oj 

F889 

Fe 

Fe 2 O s 

1 -430 

Ca 

CaO 

1 399 

Mg 

MgO 

1658 

Na 

Na 2 0 

1-348 

K 

K 2 0 

1-205 

Mn 

Mn 2 0 3 

1-437 

Ti 

TiO, 

1-668 

Cr 

Cr 2 0 3 

1500 
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TiUe 3 Standard Conditions with Working Ranges for tbe Elements 

( Clause 12.1 ) 


SI 

No. 

Element 

Wave¬ 

length 

Flame 

Used 

*Flame 

Condition 

Interference 

Encountered 

Recommended Steps Working Range 

to Avoid Interference of Elements in ppm 

(1) 

(2) 

(3) 

(4) 

(5) 

«5) 

(7) 

(8) 

f) 

Si 

251-6 

NiO/CaHj 

Fuel rich red 
feather cone 

No 

— 

0-150 

ii) 

A1 

309-3 

NjO/CjHi 

Fuel lean, 
oxidising, red 
feather cone 

Ionisation 

Li froitt the flux is 
sufficient to overcome 
the interference 

0-30 

iii) 

Fe 

2483 

Air/C»H 2 

Fuel lean, oxi¬ 
dising, blue 
flame 

Matrix and 
excess mineral 
acid 

Samples and standard 
should be matched in 
matrix and acidity 

0-3-0 

iv) 

Ca 

422-7 

Air/C.H* 

or 

NiO/CjHj 

Fuel lean, oxi¬ 
dising, blue 
flame 

Depression of 
signal due to 
formation of 
oxysalts with 
Al, Si, Ti.P 

Addition of 01% La/Sr 
as releasing agent 

0-50 

v) 

Mg 

285-2 

Air/CaHa 

Fuel lean, oxi¬ 
dising, blue 

flame 

Depression of 
signal due to 
formation of 
oxysalts with 
Al. Si, Ti. P 

Addition of 0'1% La/Sr 
as releasing agent 

0-30 

vi) 

Na 

589-0 

Air/CaHi 

Fuel lean, oxi¬ 
dising, blue 

flame 

Small ionization 

Li from the flux is 
sufficient to overcome 
the interference 

0-3-0 

vii) 

K 

766-5 

Air/CaH, 

Fuel lean, oxi¬ 
dising, blue 
flame 

Small ionization Li from the flux is 
sufficient to overcome 
the interference 

0-30 

viii) 

Mn 

279-5 

Air/CaHa 

99 

No 

—■' 

0- 30 

ix) 

Ti 

365-3 

N«0/CaH, 

Fuel rich 

red, reduc¬ 
ing 

*-- 

Sensitivity is enhanced 
by high concentration 
of Fe and Al 

0-200 

x) 

Cr 

358 

Air/C,H, 

Fuel rich 

yellow, re¬ 
ducing 

Absorption is 
suppressed by 
iron and nicklc 

Interference can be 
lessened in a lean flame, 

2 percent ( m/V ) NH.C1 

0 - 5-0 


addition cotrol the inter* 
ference from iron 


• Flame conditions are to be adjusted to get maximum sensitivity as given in the manufacturer’s instructions. 
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ANNEX A 

COMPOSITION OF THE TECHNICAL COMMITTEE 
CEMENT AND CONCRETE SECTIONAL COMMITTEE, CED 2 


Chairman 

Dr H. C. Visvesvaraya 
Members 

Shri K. P. Banerjee 

Shri Harish N. Malani ( Alternate ) 

Shri S. K. Banerjee 

Chief Engineer ( BD ) 

Shri J. C. Basur ( Alternate ) 

Chief Engineer ( Designs ) 

Superintending Engineer ( S & S ) 

( Alternate ) 

Chief Engineer ( Research-cum- 
Director ) 

Research Officer ( Concrete 
Technology ) ( Alternate ) 
Director 

Joint Director ( Alternate ) 
Director 

Chief Research Officer ( Alternate ) 
Director ( C & MDD-II) 

Deputy Director ( C & MDD-II) 

( Alternate ) 

Shri V. K. Ghanekar 
Shri S. Gopinath 
Shri A. K. Gupta 
Shri J. Sen Gupta 
Shri P. J. Jagus 

Dr A. K. Chatterjee ( Alternate ) 
Joint Director Standards ( B & S )/CB-I 

Joint Director Standards ( B & S )/ 
CB-TI ( Alternate ) 

Shri N. G. Joshi 
Shri R. L. Kapoor 

Shri R. K. Saxena { Alternate ) 

Dr A. K. Mullick 
Shri G. K. Majumdar 

Shri P. N. Mehta 

Shri S. K. Mathur ( Alternate ) 

Shri Nirmal Singh 

Shri S. S. Miglani ( Alternate ) 

Shri S, N. Pal 

Shri Biman Dasgupta ( Alternate ) 

Shri R. C. Parate 

Lt-Col R. K. Singh ( Alternate ) 

Shri H. S. Pasricha 
Shri Y. R. Phull 

Shri S. S. SeeHRA ( Alternate ) 

Dr Mohan Rai 

Dr S. S. Rehst ( Alternate ) 

Shri A. V. Ramana 

Dr K. C. Narano ( Alternate ) 

Shri G. Ramdas 

Shri T. N. Subba Rao 

Shri S. A. Reddi ( Alternate ) 


Representing 

National Council for Cement and Building Materials, New Delhi 

Larsen and Toubro Limited, Bombay 

National Test House, Calcutta 

Bbakra Beas Management Board, Nangal Township 

Central Public Works Department, New Delhi 


Irrigation Department, Government of Punjab 


A. P. Engineering Research Laboratories, Hyderabad 
Central Soil and Materials Research Station, New Delhi 
Central Water Commission, New Delhi 

Structural Engineering Research Centre ( CSIR ), Ghaziabad 
The India Cements Limited, Madras 
Hyderabad Industries Limited, Hyderabad 
National Buildings Organization, New Delhi 
The Associated Cement Companies Ltd, Bombay 

Research, Designs and Standards Organization ( Ministry of 
Railways ), Lucknow 


Indian Hume Pipes Co Limited, Bombay 

RoadsWing ( Ministry of Transport), Department of Surface 
Transport, New Delhi 

National Council for Cement and Building Materials, New Delhi 
Hospital Services Consultancy Corporation ( India) Ltd, 
New Delhi 

Geological Survey of India, Calcutta 

Development Commissioner for Cement Industry ( Ministry of 
Industry), New Delhi 

M.N. Dastur and Company Private Limited, Calcutta 
Engineer-in-Chief’s Branch, Army Headquarters 
Hindustan Prefab Limited, New Delhi 

Indian Roads Congress, New Delhi; and Central Road Research 
Institute ( CSIR ), New Delhi 

Central Road Research Institute ( CSIR ), New Delhi 
Central Building Research Institute ( CSIR ), Roorkee 

Dalmia Cement ( Bharat) Limited, New Delhi 

Directorate General of Supplies and Disposals, New Delhi 
Gammon India Limited, Bombay 
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Members 


Representing 


Dr M. Ramaiah 

Dr A. G. Madhava Rao ( Alternate ) 

Shri A. U. Rijhsinohani 

Shri C. S. Sharma ( Alternate ) 
Secretary 

Shri K. R. Saxena ( Alternate ) 

Superintending Engineer ( Designs ) 

Executive Engineer ( SMD Division ) 
( Alternate ) 

Shri L. Swaroop 

Shri H. Bhattacharya 
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to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the 
producer. Standard marked products are also continuously checked by BIS for conformity 
to that standard as a further safeguard. Details of conditions under which a licence for the 
use of the Standard Mark may be granted to manufacturers or producers may be obtained 
from the Bureau of Indian Standards. 
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